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R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (b) fluoranthene 205-99-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (g,h,i) perylene 191-24-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (k) fluoranthene 207-08-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzyl alcohol 100-51-6 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,1'-Biphenyl 92-52-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethoxy)methane 111-91-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethyl)ether 111-44-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloro-1-methylethyl)ether 108-60-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-ethylhexyl)phthalate 117-81-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Bromophenyl phenyl ether 101-55-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthylene 208-96-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Butyl benzyl phthalate 85-68-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Carbazole 86-74-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Caprolactam 105-60-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloroaniline 106-47-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chloronaphthalene 91-58-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chlorophenyl phenyl ether 7005-72-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Chrysene 218-01-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenzofuran 132-64-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acetophenone 98-86-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenz (a,h) anthracene 53-70-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3,3´-Dichlorobenzidine 91-94-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dichlorophenol 120-83-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Diethyl phthalate 84-66-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dimethylphenol 105-67-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dimethyl phthalate 131-11-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrophenol 51-28-5 FALSE FALSE U 19.6 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Anthracene 120-12-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,6-Dinitrotoluene 606-20-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4,6-Dinitro-2-methylphenol 534-52-1 FALSE FALSE U 19.6 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-butyl phthalate 84-74-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-octyl phthalate 117-84-0 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluoranthene 206-44-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluorene 86-73-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobenzene 118-74-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobutadiene 87-68-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorocyclopentadiene 77-47-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Atrazine 1912-24-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachloroethane 67-72-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Indeno (1,2,3-cd) pyrene 193-39-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Isophorone 78-59-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1-Methylnaphthalene 90-12-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylnaphthalene 91-57-6 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylphenol 95-48-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3 &/or 4-Methylphenol 108-39-4/106-44-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 56

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Naphthalene 91-20-3 FALSE TRUE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 57

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitroaniline 88-74-4 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 58

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3-Nitroaniline 99-09-2 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 59

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzaldehyde 100-52-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitroaniline 100-01-6 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 60

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene 98-95-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 61

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitrophenol 88-75-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 62

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE U 12.8 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 63

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodiphenylamine/Diphenylamine 86-30-6/122-39-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 64

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 65

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 66

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenanthrene 85-01-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 67

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 68

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 69

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 70

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,5-Trichlorophenol 95-95-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 71

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Trichlorophenol 88-06-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 72

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 55.5 µg/L FALSE NA 1 73.6 75.4 109 42 DSH extra volume for MS/MSD MW-01 10:00 L 73

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 57.1 µg/L FALSE NA 1 73.6 77.6 110 46 DSH extra volume for MS/MSD MW-01 10:00 L 74

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 58.6 µg/L FALSE NA 1 73.6 79.6 103 47 DSH extra volume for MS/MSD MW-01 10:00 L 75

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 33.2 µg/L FALSE NA 1 49.1 67.7 100 33 DSH extra volume for MS/MSD MW-01 10:00 L 76

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 36.8 µg/L FALSE NA 1 49.1 75 126 42 DSH extra volume for MS/MSD MW-01 10:00 L 77

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 36.7 µg/L FALSE NA 1 49.1 74.7 104 50 DSH extra volume for MS/MSD MW-01 10:00 L 78

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 72.9 µg/L FALSE NA 1 73.6 99.1 142 59 DSH extra volume for MS/MSD MW-01 10:00 L 79

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) anthracene 56-55-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 59.1 µg/L FALSE NA 1 49.1 120 125 61 DSH extra volume for MS/MSD MW-01 10:00 L 80

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 13:42:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) pyrene 50-32-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH extra volume for MS/MSD MW-01 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1221 11104-28-2 FALSE FALSE U 0.38 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1232 11141-16-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1242 53469-21-9 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1248 12672-29-6 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1254 11097-69-1 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW extra volume for MS/MSD MW-01 10:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.186 ug/L FALSE NA 1 0.239 77.7 111 39 LW extra volume for MS/MSD MW-01 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905031-02 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 14:33:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.245 ug/L FALSE NA 1 0.239 102 133 54 LW extra volume for MS/MSD MW-01 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (b) fluoranthene 205-99-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (g,h,i) perylene 191-24-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (k) fluoranthene 207-08-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzyl alcohol 100-51-6 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,1'-Biphenyl 92-52-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethoxy)methane 111-91-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethyl)ether 111-44-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloro-1-methylethyl)ether 108-60-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-ethylhexyl)phthalate 117-81-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Bromophenyl phenyl ether 101-55-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthylene 208-96-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Butyl benzyl phthalate 85-68-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Carbazole 86-74-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Caprolactam 105-60-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloroaniline 106-47-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chloronaphthalene 91-58-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chlorophenyl phenyl ether 7005-72-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Chrysene 218-01-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenzofuran 132-64-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acetophenone 98-86-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenz (a,h) anthracene 53-70-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3,3´-Dichlorobenzidine 91-94-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dichlorophenol 120-83-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Diethyl phthalate 84-66-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dimethylphenol 105-67-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dimethyl phthalate 131-11-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrophenol 51-28-5 FALSE FALSE U 19.7 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Anthracene 120-12-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,6-Dinitrotoluene 606-20-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4,6-Dinitro-2-methylphenol 534-52-1 FALSE FALSE U 19.7 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-butyl phthalate 84-74-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-octyl phthalate 117-84-0 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluoranthene 206-44-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluorene 86-73-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobenzene 118-74-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobutadiene 87-68-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorocyclopentadiene 77-47-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Atrazine 1912-24-9 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachloroethane 67-72-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Indeno (1,2,3-cd) pyrene 193-39-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Isophorone 78-59-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1-Methylnaphthalene 90-12-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylnaphthalene 91-57-6 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylphenol 95-48-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3 &/or 4-Methylphenol 108-39-4/106-44-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 56

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Naphthalene 91-20-3 FALSE TRUE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 57

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitroaniline 88-74-4 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 58

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3-Nitroaniline 99-09-2 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 59

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzaldehyde 100-52-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitroaniline 100-01-6 FALSE FALSE U 7.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 60

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene 98-95-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 61

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitrophenol 88-75-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 62

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE U 12.8 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 63

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodiphenylamine/Diphenylamine 86-30-6/122-39-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 64

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 65

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 66

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenanthrene 85-01-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 67

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 68

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 69

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 70

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,5-Trichlorophenol 95-95-4 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 71

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Trichlorophenol 88-06-2 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 72

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 46.8 µg/L FALSE NA 1 73.9 63.4 109 42 DSH MW-01-D 10:00 L 73

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 47.2 µg/L FALSE NA 1 73.9 63.9 110 46 DSH MW-01-D 10:00 L 74

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 50.1 µg/L FALSE NA 1 73.9 67.8 103 47 DSH MW-01-D 10:00 L 75

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 28.4 µg/L FALSE NA 1 49.3 57.6 100 33 DSH MW-01-D 10:00 L 76

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 31.4 µg/L FALSE NA 1 49.3 63.8 126 42 DSH MW-01-D 10:00 L 77

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 31 µg/L FALSE NA 1 49.3 62.9 104 50 DSH MW-01-D 10:00 L 78

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 68.1 µg/L FALSE NA 1 73.9 92.2 142 59 DSH MW-01-D 10:00 L 79

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) anthracene 56-55-3 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 58.9 µg/L FALSE NA 1 49.3 120 125 61 DSH MW-01-D 10:00 L 80

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:05:00 05/31/2019 15:17:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) pyrene 50-32-8 FALSE FALSE U 4.9 µg/L FALSE NA 1 DSH MW-01-D 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1221 11104-28-2 FALSE FALSE U 0.38 ug/L FALSE NA 1 LW MW-01-D 10:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1232 11141-16-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1242 53469-21-9 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1248 12672-29-6 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1254 11097-69-1 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW MW-01-D 10:00 L 7



R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.2 ug/L FALSE NA 1 0.24 83.4 111 39 LW MW-01-D 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905031-03 Liquid Liquid 05/28/2019 10:00:00 05/31/2019 06:04:00 05/31/2019 15:13:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.248 ug/L FALSE NA 1 0.24 103 133 54 LW MW-01-D 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF extra volume for MS/MSD WW-01 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:25:23 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:25:23 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4600 150 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:25:23 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:25:23 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 44000 500 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01 13:20 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:25:23 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 206000 150 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 14.3 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 110 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 14:27:31 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 620 20 µg/L FALSE NA 10 AZ extra volume for MS/MSD WW-01 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:41:05 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01 13:20 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01 1905031-05 Liquid Liquid 05/28/2019 13:20:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm extra volume for MS/MSD WW-01 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF WW-01-D 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:40:14 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc WW-01-D 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:40:14 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4530 150 µg/L FALSE NA 1 spc WW-01-D 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:40:14 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc WW-01-D 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:40:14 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 43100 500 µg/L FALSE NA 1 spc WW-01-D 13:20 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:01:00 06/13/2019 11:40:14 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 203000 150 µg/L FALSE NA 1 spc WW-01-D 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 14.2 5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 108 10 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 14:58:46 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 612 20 µg/L FALSE NA 10 AZ WW-01-D 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/04/2019 13:06:00 06/05/2019 12:59:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-D 13:20 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-D 1905031-06 Liquid Liquid 05/28/2019 13:20:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm WW-01-D 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 13:57:44 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01-F 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 13:57:44 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4400 150 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01-F 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 13:57:44 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01-F 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 13:57:44 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 41900 500 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01-F 13:20 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 13:57:44 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 197000 150 µg/L FALSE NA 1 spc extra volume for MS/MSD WW-01-F 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 11.7 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 103 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 10:32:20 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 597 20 µg/L FALSE NA 10 AZ extra volume for MS/MSD WW-01-F 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:23:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD WW-01-F 13:20 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F 1905031-07 Liquid Liquid 05/28/2019 13:20:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm extra volume for MS/MSD WW-01-F 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 14:12:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc WW-01-F-D 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 14:12:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4560 150 µg/L FALSE NA 1 spc WW-01-F-D 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 14:12:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc WW-01-F-D 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 14:12:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 44000 500 µg/L FALSE NA 1 spc WW-01-F-D 13:20 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:42:00 06/13/2019 14:12:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 206000 150 µg/L FALSE NA 1 spc WW-01-F-D 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 12.1 5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 108 10 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 10:51:12 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 626 20 µg/L FALSE NA 10 AZ WW-01-F-D 13:20 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/05/2019 09:44:00 06/06/2019 09:42:08 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ WW-01-F-D 13:20 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-01-F-D 1905031-08 Liquid Liquid 05/28/2019 13:20:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm WW-01-F-D 13:20 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF ER-5 12:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:01:00 06/13/2019 11:48:44 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc ER-5 12:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:01:00 06/13/2019 11:48:44 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE U 150 µg/L FALSE NA 1 spc ER-5 12:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:01:00 06/13/2019 11:48:44 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc ER-5 12:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:01:00 06/13/2019 11:48:44 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE U 500 µg/L FALSE NA 1 spc ER-5 12:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:01:00 06/13/2019 11:48:44 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE U 150 µg/L FALSE NA 1 spc ER-5 12:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ ER-5 12:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ ER-5 12:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ ER-5 12:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ ER-5 12:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ ER-5 12:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ ER-5 12:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ ER-5 12:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ ER-5 12:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ ER-5 12:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ ER-5 12:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ ER-5 12:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ ER-5 12:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ ER-5 12:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ ER-5 12:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ ER-5 12:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ ER-5 12:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ ER-5 12:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/04/2019 13:06:00 06/05/2019 13:06:07 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ ER-5 12:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm ER-5 12:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (b) fluoranthene 205-99-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (g,h,i) perylene 191-24-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (k) fluoranthene 207-08-9 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzyl alcohol 100-51-6 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,1'-Biphenyl 92-52-4 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethoxy)methane 111-91-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethyl)ether 111-44-4 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloro-1-methylethyl)ether 108-60-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-ethylhexyl)phthalate 117-81-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Bromophenyl phenyl ether 101-55-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthylene 208-96-8 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Butyl benzyl phthalate 85-68-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Carbazole 86-74-8 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Caprolactam 105-60-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloroaniline 106-47-8 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chloronaphthalene 91-58-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chlorophenyl phenyl ether 7005-72-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Chrysene 218-01-9 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenzofuran 132-64-9 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acetophenone 98-86-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenz (a,h) anthracene 53-70-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3,3´-Dichlorobenzidine 91-94-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dichlorophenol 120-83-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Diethyl phthalate 84-66-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dimethylphenol 105-67-9 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dimethyl phthalate 131-11-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrophenol 51-28-5 FALSE FALSE U 19.3 µg/L FALSE NA 1 DSH ER-5 12:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Anthracene 120-12-7 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,6-Dinitrotoluene 606-20-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4,6-Dinitro-2-methylphenol 534-52-1 FALSE FALSE U 19.3 µg/L FALSE NA 1 DSH ER-5 12:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-butyl phthalate 84-74-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-octyl phthalate 117-84-0 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluoranthene 206-44-0 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluorene 86-73-7 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobenzene 118-74-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobutadiene 87-68-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorocyclopentadiene 77-47-4 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Atrazine 1912-24-9 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachloroethane 67-72-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Indeno (1,2,3-cd) pyrene 193-39-5 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Isophorone 78-59-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1-Methylnaphthalene 90-12-0 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylnaphthalene 91-57-6 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 54



R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylphenol 95-48-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3 &/or 4-Methylphenol 108-39-4/106-44-5 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 56

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Naphthalene 91-20-3 FALSE TRUE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 57

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitroaniline 88-74-4 FALSE FALSE U 7.7 µg/L FALSE NA 1 DSH ER-5 12:00 L 58

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3-Nitroaniline 99-09-2 FALSE FALSE U 7.7 µg/L FALSE NA 1 DSH ER-5 12:00 L 59

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzaldehyde 100-52-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitroaniline 100-01-6 FALSE FALSE U 7.7 µg/L FALSE NA 1 DSH ER-5 12:00 L 60

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene 98-95-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 61

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitrophenol 88-75-5 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 62

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE U 12.5 µg/L FALSE NA 1 DSH ER-5 12:00 L 63

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodiphenylamine/Diphenylamine 86-30-6/122-39-4 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 64

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 65

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 66

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenanthrene 85-01-8 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 67

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 68

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE U 1.9 µg/L FALSE NA 1 DSH ER-5 12:00 L 69

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 70

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,5-Trichlorophenol 95-95-4 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 71

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Trichlorophenol 88-06-2 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 72

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 39.4 µg/L FALSE NA 1 72.3 54.5 109 42 DSH ER-5 12:00 L 73

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 35.4 µg/L FALSE NA 1 72.3 48.9 110 46 DSH ER-5 12:00 L 74

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 48.2 µg/L FALSE NA 1 72.3 66.7 103 47 DSH ER-5 12:00 L 75

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 31.2 µg/L FALSE NA 1 48.2 64.7 100 33 DSH ER-5 12:00 L 76

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 32.3 µg/L FALSE NA 1 48.2 66.9 126 42 DSH ER-5 12:00 L 77

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 32.5 µg/L FALSE NA 1 48.2 67.4 104 50 DSH ER-5 12:00 L 78

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 67 µg/L FALSE NA 1 72.3 92.6 142 59 DSH ER-5 12:00 L 79

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) anthracene 56-55-3 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 65.8 µg/L FALSE NA 1 48.2 137 125 61 DSH ER-5 12:00 L 80

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:05:00 05/31/2019 14:54:00 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) pyrene 50-32-8 FALSE FALSE U 4.8 µg/L FALSE NA 1 DSH ER-5 12:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1221 11104-28-2 FALSE FALSE U 0.39 ug/L FALSE NA 1 LW ER-5 12:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1232 11141-16-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1242 53469-21-9 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1248 12672-29-6 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1254 11097-69-1 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE U 0.19 ug/L FALSE NA 1 LW ER-5 12:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.217 ug/L FALSE NA 1 0.241 90.1 111 39 LW ER-5 12:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/31/2019 06:04:00 05/31/2019 15:27:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.24 ug/L FALSE NA 1 0.241 99.5 133 54 LW ER-5 12:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph ER-5 12:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE U 2 µg/L FALSE NA 1 yph ER-5 12:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE U 5 µg/L FALSE NA 1 yph ER-5 12:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph ER-5 12:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 50.2 µg/L FALSE NA 1 50 100 117 86 yph ER-5 12:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE U 5 µg/L FALSE NA 1 yph ER-5 12:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE U 2 µg/L FALSE NA 1 yph ER-5 12:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 51.4 µg/L FALSE NA 1 50 103 113 85 yph ER-5 12:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 49.2 µg/L FALSE NA 1 50 98.5 115 73 yph ER-5 12:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA pH C-006 FALSE FALSE 2 1 µg/L FALSE NA 1 yph ER-5 12:00 L 701

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-5 1905032-01 Liquid Liquid 05/28/2019 12:00:00 05/30/2019 09:00:00 05/30/2019 15:23:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph ER-5 12:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF extra volume for MS/MSD for VOA MW-01 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:01:00 06/13/2019 12:07:55 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc extra volume for MS/MSD for VOA MW-01 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:01:00 06/13/2019 12:07:55 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 5010 150 µg/L FALSE NA 1 spc extra volume for MS/MSD for VOA MW-01 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:01:00 06/13/2019 12:07:55 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc extra volume for MS/MSD for VOA MW-01 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:01:00 06/13/2019 12:07:55 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 42500 500 µg/L FALSE NA 1 spc extra volume for MS/MSD for VOA MW-01 10:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:01:00 06/13/2019 12:07:55 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 182000 150 µg/L FALSE NA 1 spc extra volume for MS/MSD for VOA MW-01 10:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 27.3 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 57.3 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 244 10 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/04/2019 13:06:00 06/05/2019 13:12:23 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ extra volume for MS/MSD for VOA MW-01 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm extra volume for MS/MSD for VOA MW-01 10:00 L 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE U 2 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE U 5 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 50.9 µg/L FALSE NA 1 50 102 117 86 yph extra volume for MS/MSD for VOA MW-01 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE U 5 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE U 2 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 50 µg/L FALSE NA 1 50 99.9 113 85 yph extra volume for MS/MSD for VOA MW-01 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 48.3 µg/L FALSE NA 1 50 96.6 115 73 yph extra volume for MS/MSD for VOA MW-01 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA pH C-006 FALSE FALSE 2 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 701

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01 1905032-02 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 15:46:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph extra volume for MS/MSD for VOA MW-01 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 15



R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph MW-01-D 10:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE U 2 µg/L FALSE NA 1 yph MW-01-D 10:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE U 5 µg/L FALSE NA 1 yph MW-01-D 10:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph MW-01-D 10:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 48.4 µg/L FALSE NA 1 50 96.8 117 86 yph MW-01-D 10:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE U 5 µg/L FALSE NA 1 yph MW-01-D 10:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE U 2 µg/L FALSE NA 1 yph MW-01-D 10:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 50.5 µg/L FALSE NA 1 50 101 113 85 yph MW-01-D 10:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 49.1 µg/L FALSE NA 1 50 98.2 115 73 yph MW-01-D 10:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA pH C-006 FALSE FALSE 2 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 701

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-D 1905032-03 Liquid Liquid 05/28/2019 10:00:00 05/30/2019 09:00:00 05/30/2019 16:11:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph MW-01-D 10:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph TB-3 8:00 L 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE U 2 µg/L FALSE NA 1 yph TB-3 8:00 L 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 20

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 21

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 22

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE U 5 µg/L FALSE NA 1 yph TB-3 8:00 L 23

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 24

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 25

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 26

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 27

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 28

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 29

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 30

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 31

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 32

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 33

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 34

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 35

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 36

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 37

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 38

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE U 5 µg/L FALSE NA 1 yph TB-3 8:00 L 39

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 54.1 µg/L FALSE NA 1 50 108 117 86 yph TB-3 8:00 L 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 40

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 41

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE U 5 µg/L FALSE NA 1 yph TB-3 8:00 L 42

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 43

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 44

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 45

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE U 2 µg/L FALSE NA 1 yph TB-3 8:00 L 46

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 47

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 48

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 49

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 54.8 µg/L FALSE NA 1 50 110 113 85 yph TB-3 8:00 L 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 50

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 51

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 52

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 53

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 54

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 55

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 53.2 µg/L FALSE NA 1 50 106 115 73 yph TB-3 8:00 L 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA pH C-006 FALSE FALSE 2 1 µg/L FALSE NA 1 yph TB-3 8:00 L 701

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 TB-3 1905032-04 Liquid Liquid 05/28/2019 08:00:00 05/30/2019 09:00:00 05/30/2019 14:57:00 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE U 1 µg/L FALSE NA 1 yph TB-3 8:00 L 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:42:00 06/13/2019 14:21:07 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 36.7 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:42:00 06/13/2019 14:21:07 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4830 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:42:00 06/13/2019 14:21:07 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:42:00 06/13/2019 14:21:07 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 40800 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:42:00 06/13/2019 14:21:07 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 173000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 26 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 56 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 240 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/05/2019 09:44:00 06/06/2019 09:48:26 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-01-F 1905032-05 Liquid Liquid 05/28/2019 10:00:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:01:00 06/13/2019 12:22:48 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 38.4 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:01:00 06/13/2019 12:22:48 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4490 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:01:00 06/13/2019 12:22:48 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 1010 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:01:00 06/13/2019 12:22:48 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 25600 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:01:00 06/13/2019 12:22:48 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 164000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 15:05:02 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 779 10 µg/L FALSE NA 10 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 107 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/04/2019 13:06:00 06/05/2019 13:43:41 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02 1905032-06 Liquid Liquid 05/29/2019 10:35:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:42:00 06/13/2019 14:29:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:42:00 06/13/2019 14:29:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4270 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:42:00 06/13/2019 14:29:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:42:00 06/13/2019 14:29:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 24200 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:42:00 06/13/2019 14:29:37 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 154000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 10:57:30 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 778 10 µg/L FALSE NA 10 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 101 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/05/2019 09:44:00 06/06/2019 09:54:42 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 28.6 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-02-F 1905032-07 Liquid Liquid 05/29/2019 10:35:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:01:00 06/13/2019 12:31:17 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11



R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:01:00 06/13/2019 12:31:17 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE U 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:01:00 06/13/2019 12:31:17 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:01:00 06/13/2019 12:31:17 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE U 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:01:00 06/13/2019 12:31:17 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE U 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/04/2019 13:06:00 06/05/2019 13:49:58 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 ER-06 1905032-08 Liquid Liquid 05/29/2019 12:35:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:01:00 06/13/2019 12:37:39 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:01:00 06/13/2019 12:37:39 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 6900 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:01:00 06/13/2019 12:37:39 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 1160 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:01:00 06/13/2019 12:37:39 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 40400 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:01:00 06/13/2019 12:37:39 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 219000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 139 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 105 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/04/2019 13:06:00 06/05/2019 13:56:14 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03 1905032-09 Liquid Liquid 05/29/2019 09:17:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:42:00 06/13/2019 14:38:06 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:42:00 06/13/2019 14:38:06 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 6490 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:42:00 06/13/2019 14:38:06 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 1100 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:42:00 06/13/2019 14:38:06 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 38800 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:42:00 06/13/2019 14:38:06 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 204000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 117 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 101 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/05/2019 09:44:00 06/06/2019 10:01:00 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 MW-03-F 1905032-10 Liquid Liquid 05/29/2019 09:17:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/07/2019 08:00:00 06/07/2019 12:22:43 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:01:00 06/13/2019 12:46:09 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:01:00 06/13/2019 12:46:09 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4980 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:01:00 06/13/2019 12:46:09 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 3270 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:01:00 06/13/2019 12:46:09 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 31200 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:01:00 06/13/2019 12:46:09 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 203000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 158 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/04/2019 13:06:00 06/05/2019 14:02:30 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02 1905032-11 Liquid Liquid 05/29/2019 11:47:00 06/06/2019 11:01:00 06/07/2019 11:35:09 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:42:00 06/13/2019 14:46:35 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:42:00 06/13/2019 14:46:35 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 4590 150 µg/L FALSE NA 1 spc 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:42:00 06/13/2019 14:46:35 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 3050 1000 µg/L FALSE NA 1 spc 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:42:00 06/13/2019 14:46:35 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 28800 500 µg/L FALSE NA 1 spc 19

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:42:00 06/13/2019 14:46:35 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 187000 150 µg/L FALSE NA 1 spc 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 11

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 143 10 µg/L FALSE NA 5 AZ 4

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/05/2019 09:44:00 06/06/2019 10:19:46 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

R6 Superfund Division Lane Plating 19SF099 U.S. EPA, Region 6 WW-02-F 1905032-12 Liquid Liquid 05/29/2019 11:47:00 06/06/2019 12:44:00 06/07/2019 12:18:55 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1



LABNAME LABSAMPID QCTYPE MATRIX PREPDATE ANADATE BATCH METHODCODE METHODNAME PREPNAME ANALYTE CASNUMBER SURROGATE TIC RESULT DL RL UNITS RPToMDL BASIS DILUTION SOURCEID SOURCERES SPIKELEVEL RECOVERY RPD UPPERCL LOWERCL RPDCL ANALYST PSOLIDS LNOTE ANOTE ANALYTEORDER

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 1

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1221 11104-28-2 FALSE FALSE U 0.4 ug/L FALSE NA 1 LW 2

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1232 11141-16-5 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 3

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1242 53469-21-9 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 4

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1248 12672-29-6 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 5

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1254 11097-69-1 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 6

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE U 0.2 ug/L FALSE NA 1 LW 7

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.165 ug/L FALSE NA 1 0.25 66.2 111 39 LW 8

U.S. EPA, Region 6 B9E3101-BLK1 Blank Liquid 5/31/2019 6:04 5/31/2019 14:07 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.25 ug/L FALSE NA 1 0.25 100 133 54 LW 9

U.S. EPA, Region 6 B9E3101-BS1 LCS Liquid 5/31/2019 6:04 5/31/2019 14:20 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE 2.56 0.2 ug/L FALSE NA 1 2.5 102 148 59 LW 1

U.S. EPA, Region 6 B9E3101-BS1 LCS Liquid 5/31/2019 6:04 5/31/2019 14:20 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE 2.46 0.2 ug/L FALSE NA 1 2.5 98.5 137 69 LW 7

U.S. EPA, Region 6 B9E3101-BS1 LCS Liquid 5/31/2019 6:04 5/31/2019 14:20 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.218 ug/L FALSE NA 1 0.25 87.1 111 39 LW 8

U.S. EPA, Region 6 B9E3101-BS1 LCS Liquid 5/31/2019 6:04 5/31/2019 14:20 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.278 ug/L FALSE NA 1 0.25 111 133 54 LW 9

U.S. EPA, Region 6 B9E3101-MS1 Matrix Spike Liquid 5/31/2019 6:04 5/31/2019 14:47 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE 1.91 0.19 ug/L FALSE NA 1 1905031-02 U 2.4 79.7 133 48 LW 1

U.S. EPA, Region 6 B9E3101-MS1 Matrix Spike Liquid 5/31/2019 6:04 5/31/2019 14:47 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE 1.63 0.19 ug/L FALSE NA 1 1905031-02 U 2.4 68.1 121 44 LW 7

U.S. EPA, Region 6 B9E3101-MS1 Matrix Spike Liquid 5/31/2019 6:04 5/31/2019 14:47 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.161 ug/L FALSE NA 1 1905031-02 0.24 67 111 39 LW 8

U.S. EPA, Region 6 B9E3101-MS1 Matrix Spike Liquid 5/31/2019 6:04 5/31/2019 14:47 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.17 ug/L FALSE NA 1 1905031-02 0.24 71.1 133 54 LW 9

U.S. EPA, Region 6 B9E3101-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:04 5/31/2019 15:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1016 12674-11-2 FALSE FALSE 2.21 0.19 ug/L FALSE NA 1 1905031-02 U 2.39 92.6 14.9 133 48 30 LW 1

U.S. EPA, Region 6 B9E3101-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:04 5/31/2019 15:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Aroclor-1260 11096-82-5 FALSE FALSE 2.17 0.19 ug/L FALSE NA 1 1905031-02 U 2.39 91.1 29 121 44 30 LW 7

U.S. EPA, Region 6 B9E3101-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:04 5/31/2019 15:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Tetrachloro-meta-xylene 877-09-8 TRUE FALSE 0.192 ug/L FALSE NA 1 1905031-02 0.239 80.6 111 39 LW 8

U.S. EPA, Region 6 B9E3101-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:04 5/31/2019 15:00 B9E3101 P/P CLP PCB Only OLM04.2 P/P AOS Decachlorobiphenyl 2051-24-3 TRUE FALSE 0.238 ug/L FALSE NA 1 1905031-02 0.239 100 133 54 LW 9

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 1

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (b) fluoranthene 205-99-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 10

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (g,h,i) perylene 191-24-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 11

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (k) fluoranthene 207-08-9 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 12

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzyl alcohol 100-51-6 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 13

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,1'-Biphenyl 92-52-4 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 14

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethoxy)methane 111-91-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 15

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloroethyl)ether 111-44-4 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 16

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-chloro-1-methylethyl)ether 108-60-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 17

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Bis(2-ethylhexyl)phthalate 117-81-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 18

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Bromophenyl phenyl ether 101-55-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 19

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthylene 208-96-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 2

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Butyl benzyl phthalate 85-68-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 20

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Carbazole 86-74-8 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 21

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Caprolactam 105-60-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 22

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloroaniline 106-47-8 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 23

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chloronaphthalene 91-58-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 24

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 25

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chlorophenyl phenyl ether 7005-72-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 26

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 27

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Chrysene 218-01-9 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 28

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenzofuran 132-64-9 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 29

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acetophenone 98-86-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 3

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dibenz (a,h) anthracene 53-70-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 30

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 31

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 32

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 33

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3,3´-Dichlorobenzidine 91-94-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 34

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dichlorophenol 120-83-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 35

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Diethyl phthalate 84-66-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 36

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dimethylphenol 105-67-9 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 37

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Dimethyl phthalate 131-11-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 38

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrophenol 51-28-5 FALSE FALSE U 20 µg/L FALSE NA 1 DSH 39

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Anthracene 120-12-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 4

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 40

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,6-Dinitrotoluene 606-20-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 41

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4,6-Dinitro-2-methylphenol 534-52-1 FALSE FALSE U 20 µg/L FALSE NA 1 DSH 42

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-butyl phthalate 84-74-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 43

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Di-n-octyl phthalate 117-84-0 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 44

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluoranthene 206-44-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 45

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Fluorene 86-73-7 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 46

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobenzene 118-74-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 47

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorobutadiene 87-68-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 48

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachlorocyclopentadiene 77-47-4 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 49

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Atrazine 1912-24-9 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 5

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Hexachloroethane 67-72-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 50

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Indeno (1,2,3-cd) pyrene 193-39-5 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 51

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Isophorone 78-59-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 52

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1-Methylnaphthalene 90-12-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 53

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylnaphthalene 91-57-6 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 54

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Methylphenol 95-48-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 55

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3 &/or 4-Methylphenol 108-39-4/106-44-5 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 56

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Naphthalene 91-20-3 FALSE TRUE U 2 µg/L FALSE NA 1 DSH 57

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitroaniline 88-74-4 FALSE FALSE U 8 µg/L FALSE NA 1 DSH 58

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 3-Nitroaniline 99-09-2 FALSE FALSE U 8 µg/L FALSE NA 1 DSH 59

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzaldehyde 100-52-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 6

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitroaniline 100-01-6 FALSE FALSE U 8 µg/L FALSE NA 1 DSH 60

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene 98-95-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 61

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Nitrophenol 88-75-5 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 62

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE U 13 µg/L FALSE NA 1 DSH 63

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodiphenylamine/Diphenylamine 86-30-6/122-39-4 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 64

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 65

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 66

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenanthrene 85-01-8 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 67

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 68

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE U 2 µg/L FALSE NA 1 DSH 69

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 70

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,5-Trichlorophenol 95-95-4 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 71

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Trichlorophenol 88-06-2 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 72

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 58.7 µg/L FALSE NA 1 75 78.3 109 42 DSH 73

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 60.2 µg/L FALSE NA 1 75 80.3 110 46 DSH 74

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 61.3 µg/L FALSE NA 1 75 81.7 103 47 DSH 75

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 33.9 µg/L FALSE NA 1 50 67.8 100 33 DSH 76

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 38.4 µg/L FALSE NA 1 50 76.9 126 42 DSH 77

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 37.8 µg/L FALSE NA 1 50 75.6 104 50 DSH 78

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 73 µg/L FALSE NA 1 75 97.3 142 59 DSH 79

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) anthracene 56-55-3 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 8

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 60.5 µg/L FALSE NA 1 50 121 125 61 DSH 80

U.S. EPA, Region 6 B9E3102-BLK1 Blank Liquid 5/31/2019 6:05 5/31/2019 12:55 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Benzo (a) pyrene 50-32-8 FALSE FALSE U 5 µg/L FALSE NA 1 DSH 9

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE 43.4 2 µg/L FALSE NA 1 50 86.8 112 63 DSH 1

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE 68.4 5 µg/L FALSE NA 1 75 91.2 116 64 DSH 25

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE 63.5 5 µg/L FALSE NA 1 75 84.7 117 63 DSH 27

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE 37.3 5 µg/L FALSE NA 1 50 74.6 100 35 DSH 33

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE 46.4 5 µg/L FALSE NA 1 50 92.8 120 59 DSH 40

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE 73.8 13 µg/L FALSE NA 1 75 98.5 137 49 DSH 63

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE 45.1 5 µg/L FALSE NA 1 50 90.3 118 65 DSH 65

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE 82.7 5 µg/L FALSE NA 1 75 110 133 46 DSH 66

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE 67.1 5 µg/L FALSE NA 1 75 89.4 116 60 DSH 68

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE 45.5 2 µg/L FALSE NA 1 50 90.9 131 59 DSH 69

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE 39.7 5 µg/L FALSE NA 1 50 79.4 103 42 DSH 70

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 66.8 µg/L FALSE NA 1 75 89.1 109 42 DSH 73



U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 67.1 µg/L FALSE NA 1 75 89.4 110 46 DSH 74

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 69.1 µg/L FALSE NA 1 75 92.1 103 47 DSH 75

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 37.2 µg/L FALSE NA 1 50 74.5 100 33 DSH 76

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 43.3 µg/L FALSE NA 1 50 86.6 126 42 DSH 77

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 39.7 µg/L FALSE NA 1 50 79.4 104 50 DSH 78

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 75.9 µg/L FALSE NA 1 75 101 142 59 DSH 79

U.S. EPA, Region 6 B9E3102-BS1 LCS Liquid 5/31/2019 6:05 5/31/2019 13:19 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 62.4 µg/L FALSE NA 1 50 125 125 61 DSH 80

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE 38 1.9 µg/L FALSE NA 1 1905031-02 U 48 79.1 131 41 DSH 1

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE 57.6 4.8 µg/L FALSE NA 1 1905031-02 U 72 80 114 46 DSH 25

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE 59.4 4.8 µg/L FALSE NA 1 1905031-02 U 72 82.5 137 44 DSH 27

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE 33.6 4.8 µg/L FALSE NA 1 1905031-02 U 48 69.9 100 34 DSH 33

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE 40.5 4.8 µg/L FALSE NA 1 1905031-02 U 48 84.3 123 57 DSH 40

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE 64.8 12.5 µg/L FALSE NA 1 1905031-02 U 72 90 152 39 DSH 63

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE 39.1 4.8 µg/L FALSE NA 1 1905031-02 U 48 81.5 116 50 DSH 65

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE 85.3 4.8 µg/L FALSE NA 1 1905031-02 U 72 119 146 55 DSH 66

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE 55 4.8 µg/L FALSE NA 1 1905031-02 U 72 76.4 114 41 DSH 68

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE 48.4 1.9 µg/L FALSE NA 1 1905031-02 U 48 101 133 54 DSH 69

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE 35.6 4.8 µg/L FALSE NA 1 1905031-02 U 48 74.2 106 38 DSH 70

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 55.1 µg/L FALSE NA 1 1905031-02 72 76.5 109 42 DSH 73

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 55.5 µg/L FALSE NA 1 1905031-02 72 77.1 110 46 DSH 74

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 57.9 µg/L FALSE NA 1 1905031-02 72 80.4 103 47 DSH 75

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 33.7 µg/L FALSE NA 1 1905031-02 48 70.2 100 33 DSH 76

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 36.8 µg/L FALSE NA 1 1905031-02 48 76.6 126 42 DSH 77

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 35.7 µg/L FALSE NA 1 1905031-02 48 74.5 104 50 DSH 78

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 71.7 µg/L FALSE NA 1 1905031-02 72 99.7 142 59 DSH 79

U.S. EPA, Region 6 B9E3102-MS1 Matrix Spike Liquid 5/31/2019 6:05 5/31/2019 14:06 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 65.1 µg/L FALSE NA 1 1905031-02 48 136 125 61 DSH 80

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Acenaphthene 83-32-9 FALSE FALSE 39.9 1.9 µg/L FALSE NA 1 1905031-02 U 48.6 82.1 3.72 131 41 33 DSH 1

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol 95-57-8 FALSE FALSE 60.9 4.9 µg/L FALSE NA 1 1905031-02 U 73 83.5 4.23 114 46 27 DSH 25

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Chloro-3-methylphenol 59-50-7 FALSE FALSE 62.1 4.9 µg/L FALSE NA 1 1905031-02 U 73 85.1 3.1 137 44 30 DSH 27

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,4-Dichlorobenzene 106-46-7 FALSE FALSE 36.9 4.9 µg/L FALSE NA 1 1905031-02 U 48.6 75.9 8.15 100 34 32 DSH 33

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4-Dinitrotoluene 121-14-2 FALSE FALSE 44 4.9 µg/L FALSE NA 1 1905031-02 U 48.6 90.4 6.98 123 57 16 DSH 40

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 4-Nitrophenol 100-02-7 FALSE FALSE 77.2 12.6 µg/L FALSE NA 1 1905031-02 U 73 106 16.1 152 39 34 DSH 63

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH N-Nitrosodi-n-propylamine 621-64-7 FALSE FALSE 40.4 4.9 µg/L FALSE NA 1 1905031-02 U 48.6 83 1.75 116 50 29 DSH 65

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pentachlorophenol 87-86-5 FALSE FALSE 87.3 4.9 µg/L FALSE NA 1 1905031-02 U 73 120 0.941 146 55 21 DSH 66

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol 108-95-2 FALSE FALSE 59.6 4.9 µg/L FALSE NA 1 1905031-02 U 73 81.7 6.69 114 41 32 DSH 68

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Pyrene 129-00-0 FALSE FALSE 44.2 1.9 µg/L FALSE NA 1 1905031-02 U 48.6 90.9 10.4 133 54 21 DSH 69

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE 38.5 4.9 µg/L FALSE NA 1 1905031-02 U 48.6 79.1 6.44 106 38 26 DSH 70

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorophenol 367-12-4 TRUE FALSE 59.5 µg/L FALSE NA 1 1905031-02 73 81.6 109 42 DSH 73

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Phenol-d5 13127-88-3 TRUE FALSE 60.9 µg/L FALSE NA 1 1905031-02 73 83.4 110 46 DSH 74

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Chlorophenol-d4 93951-73-6 TRUE FALSE 62 µg/L FALSE NA 1 1905031-02 73 85 103 47 DSH 75

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 1,2-Dichlorobenzene-d4 2199-69-1 TRUE FALSE 37.2 µg/L FALSE NA 1 1905031-02 48.6 76.5 100 33 DSH 76

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Nitrobenzene-d5 4165-60-0 TRUE FALSE 38.7 µg/L FALSE NA 1 1905031-02 48.6 79.6 126 42 DSH 77

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2-Fluorobiphenyl 321-60-8 TRUE FALSE 37.5 µg/L FALSE NA 1 1905031-02 48.6 77.1 104 50 DSH 78

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH 2,4,6-Tribromophenol 118-79-6 TRUE FALSE 74.7 µg/L FALSE NA 1 1905031-02 73 102 142 59 DSH 79

U.S. EPA, Region 6 B9E3102-MSD1 Matrix Spike Dup Liquid 5/31/2019 6:05 5/31/2019 14:30 B9E3102 ABN CLP Routine List OLM04.2 ABN AOS Acid pH Terphenyl-d14 1718-51-0 TRUE FALSE 59.9 µg/L FALSE NA 1 1905031-02 48.6 123 125 61 DSH 80

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE U 1 µg/L FALSE NA 1 ng 10

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE U 1 µg/L FALSE NA 1 ng 11

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 12

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 13

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE U 1 µg/L FALSE NA 1 ng 14

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE U 1 µg/L FALSE NA 1 ng 15

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE U 5 µg/L FALSE NA 1 ng 16

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE U 2 µg/L FALSE NA 1 ng 17

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE U 1 µg/L FALSE NA 1 ng 18

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 19

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE U 1 µg/L FALSE NA 1 ng 20

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 21

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE U 1 µg/L FALSE NA 1 ng 22

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE U 5 µg/L FALSE NA 1 ng 23

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE U 1 µg/L FALSE NA 1 ng 24

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE U 1 µg/L FALSE NA 1 ng 25

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE U 1 µg/L FALSE NA 1 ng 26

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE U 1 µg/L FALSE NA 1 ng 27

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 28

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE U 1 µg/L FALSE NA 1 ng 29

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE U 1 µg/L FALSE NA 1 ng 30

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE U 1 µg/L FALSE NA 1 ng 31

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 32

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 33

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 34

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE U 1 µg/L FALSE NA 1 ng 35

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 36

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE U 1 µg/L FALSE NA 1 ng 37

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE U 1 µg/L FALSE NA 1 ng 38

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE U 5 µg/L FALSE NA 1 ng 39

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 48.9 µg/L FALSE NA 1 50 97.8 117 86 ng 4

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE U 1 µg/L FALSE NA 1 ng 40

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 41

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE U 5 µg/L FALSE NA 1 ng 42

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 43

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE U 1 µg/L FALSE NA 1 ng 44

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 45

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE U 2 µg/L FALSE NA 1 ng 46

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE U 1 µg/L FALSE NA 1 ng 47

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 48

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE U 1 µg/L FALSE NA 1 ng 49

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 49 µg/L FALSE NA 1 50 98 113 85 ng 5

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE U 1 µg/L FALSE NA 1 ng 50

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE U 1 µg/L FALSE NA 1 ng 51

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE U 1 µg/L FALSE NA 1 ng 52

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE U 1 µg/L FALSE NA 1 ng 53

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE U 1 µg/L FALSE NA 1 ng 54

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE U 1 µg/L FALSE NA 1 ng 55

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 47.9 µg/L FALSE NA 1 50 95.9 115 73 ng 6

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE U 1 µg/L FALSE NA 1 ng 7

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE U 1 µg/L FALSE NA 1 ng 8

U.S. EPA, Region 6 B9F0304-BLK1 Blank Liquid 5/30/2019 7:00 5/30/2019 9:36 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE U 1 µg/L FALSE NA 1 ng 9

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromomethane 74-83-9 FALSE FALSE 51.6 1 µg/L FALSE NA 1 50 103 129 75 ng 10

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroethane 75-00-3 FALSE FALSE 50.1 1 µg/L FALSE NA 1 50 100 121 75 ng 11

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichlorofluoromethane 75-69-4 FALSE FALSE 48.8 1 µg/L FALSE NA 1 50 97.7 130 79 ng 12

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE 47.5 1 µg/L FALSE NA 1 50 95.1 127 76 ng 13

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon disulfide 75-15-0 FALSE FALSE 47.4 1 µg/L FALSE NA 1 50 94.7 122 74 ng 14

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloro-1,2,2-trifluoroethane 76-13-1 FALSE FALSE 49.3 1 µg/L FALSE NA 1 50 98.6 126 79 ng 15

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Acetone 67-64-1 FALSE FALSE 49.6 5 µg/L FALSE NA 1 50 99.3 140 44 ng 16

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylene chloride 75-09-2 FALSE FALSE 49 2 µg/L FALSE NA 1 50 98 122 79 ng 17

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl acetate 79-20-9 FALSE FALSE 45.8 1 µg/L FALSE NA 1 50 91.5 118 78 ng 18

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,2-Dichloroethene 156-60-5 FALSE FALSE 48.4 1 µg/L FALSE NA 1 50 96.9 123 78 ng 19

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,2-Dichloroethene 156-59-2 FALSE FALSE 46 1 µg/L FALSE NA 1 50 92.1 120 80 ng 20

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methyl tert-butyl ether 1634-04-4 FALSE FALSE 47 1 µg/L FALSE NA 1 50 93.9 124 78 ng 21

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethane 75-34-3 FALSE FALSE 47.7 1 µg/L FALSE NA 1 50 95.3 122 80 ng 22

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Butanone 78-93-3 FALSE FALSE 49.3 5 µg/L FALSE NA 1 50 98.5 127 71 ng 23

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloroform 67-66-3 FALSE FALSE 47.5 1 µg/L FALSE NA 1 50 95.1 121 81 ng 24

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane 107-06-2 FALSE FALSE 48.4 1 µg/L FALSE NA 1 50 96.7 121 80 ng 25



U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,1-Trichloroethane 71-55-6 FALSE FALSE 52.2 1 µg/L FALSE NA 1 50 104 120 80 ng 26

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Cyclohexane 110-82-7 FALSE FALSE 52.4 1 µg/L FALSE NA 1 50 105 120 77 ng 27

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Carbon tetrachloride 56-23-5 FALSE FALSE 51.1 1 µg/L FALSE NA 1 50 102 121 78 ng 28

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE 50 1 µg/L FALSE NA 1 50 100 119 81 ng 29

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE 49.8 1 µg/L FALSE NA 1 50 99.5 120 80 ng 30

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Methylcyclohexane 108-87-2 FALSE FALSE 50.1 1 µg/L FALSE NA 1 50 100 122 79 ng 31

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloropropane 78-87-5 FALSE FALSE 53.2 1 µg/L FALSE NA 1 50 106 121 81 ng 32

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromodichloromethane 75-27-4 FALSE FALSE 49.9 1 µg/L FALSE NA 1 50 99.7 121 80 ng 33

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA cis-1,3-Dichloropropene 10061-01-5 FALSE FALSE 50.6 1 µg/L FALSE NA 1 50 101 119 79 ng 34

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA trans-1,3-Dichloropropene 10061-02-6 FALSE FALSE 51.3 1 µg/L FALSE NA 1 50 103 119 78 ng 35

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2-Trichloroethane 79-00-5 FALSE FALSE 50.7 1 µg/L FALSE NA 1 50 101 120 80 ng 36

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dibromochloromethane 124-48-1 FALSE FALSE 49.3 1 µg/L FALSE NA 1 50 98.6 118 80 ng 37

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Bromoform 75-25-2 FALSE FALSE 50.3 1 µg/L FALSE NA 1 50 101 119 79 ng 38

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Methyl-2-pentanone 108-10-1 FALSE FALSE 49.9 5 µg/L FALSE NA 1 50 99.8 121 77 ng 39

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 48.5 µg/L FALSE NA 1 50 97 117 86 ng 4

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE 48.4 1 µg/L FALSE NA 1 50 96.7 118 81 ng 40

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Tetrachloroethene 127-18-4 FALSE FALSE 47.8 1 µg/L FALSE NA 1 50 95.6 120 80 ng 41

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 2-Hexanone 591-78-6 FALSE FALSE 49.9 5 µg/L FALSE NA 1 50 99.8 122 77 ng 42

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromoethane 106-93-4 FALSE FALSE 48.8 1 µg/L FALSE NA 1 50 97.5 118 81 ng 43

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE 47.8 1 µg/L FALSE NA 1 50 95.6 118 81 ng 44

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Ethylbenzene 100-41-4 FALSE FALSE 47.8 1 µg/L FALSE NA 1 50 95.7 118 80 ng 45

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA meta-/para-Xylene na FALSE FALSE 96.6 2 µg/L FALSE NA 1 100 96.6 117 81 ng 46

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA ortho-Xylene 95-47-6 FALSE FALSE 47.4 1 µg/L FALSE NA 1 50 94.7 118 81 ng 47

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Styrene 100-42-5 FALSE FALSE 48.7 1 µg/L FALSE NA 1 50 97.4 118 79 ng 48

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Isopropylbenzene 98-82-8 FALSE FALSE 48.5 1 µg/L FALSE NA 1 50 97.1 124 74 ng 49

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 51.2 µg/L FALSE NA 1 50 102 113 85 ng 5

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1,2,2-Tetrachloroethane 79-34-5 FALSE FALSE 49.9 1 µg/L FALSE NA 1 50 99.8 119 79 ng 50

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,3-Dichlorobenzene 541-73-1 FALSE FALSE 49 1 µg/L FALSE NA 1 50 97.9 118 81 ng 51

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,4-Dichlorobenzene 106-46-7 FALSE FALSE 48.9 1 µg/L FALSE NA 1 50 97.9 117 80 ng 52

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichlorobenzene 95-50-1 FALSE FALSE 49.3 1 µg/L FALSE NA 1 50 98.7 119 79 ng 53

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dibromo-3-chloropropane 96-12-8 FALSE FALSE 49.2 1 µg/L FALSE NA 1 50 98.3 123 77 ng 54

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2,4-Trichlorobenzene 120-82-1 FALSE FALSE 51.3 1 µg/L FALSE NA 1 50 103 128 78 ng 55

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 51.1 µg/L FALSE NA 1 50 102 115 73 ng 6

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Dichlorodifluoromethane 75-71-8 FALSE FALSE 51.8 1 µg/L FALSE NA 1 50 104 132 69 ng 7

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chloromethane 74-87-3 FALSE FALSE 51.4 1 µg/L FALSE NA 1 50 103 130 73 ng 8

U.S. EPA, Region 6 B9F0304-BS1 LCS Liquid 5/30/2019 7:00 5/30/2019 8:27 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Vinyl chloride 75-01-4 FALSE FALSE 47 1 µg/L FALSE NA 1 50 94 130 76 ng 9

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE 51.7 1 µg/L FALSE NA 1 1905032-02 U 50 103 134 72 yph 13

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE 54.1 1 µg/L FALSE NA 1 1905032-02 U 50 108 122 79 yph 29

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE 55.2 1 µg/L FALSE NA 1 1905032-02 U 50 110 126 79 yph 30

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 53.2 µg/L FALSE NA 1 1905032-02 50 106 117 86 yph 4

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE 55.7 1 µg/L FALSE NA 1 1905032-02 U 50 111 122 81 yph 40

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE 58.3 1 µg/L FALSE NA 1 1905032-02 U 50 117 121 82 yph 44

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 52.9 µg/L FALSE NA 1 1905032-02 50 106 113 85 yph 5

U.S. EPA, Region 6 B9F0304-MS1 Matrix Spike Liquid 5/30/2019 7:00 5/30/2019 16:35 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 52.4 µg/L FALSE NA 1 1905032-02 50 105 115 73 yph 6

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,1-Dichloroethene 75-35-4 FALSE FALSE 45.8 1 µg/L FALSE NA 1 1905032-02 U 50 91.6 12.1 134 72 21 yph 13

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Benzene 71-43-2 FALSE FALSE 51.9 1 µg/L FALSE NA 1 1905032-02 U 50 104 4.17 122 79 16 yph 29

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Trichloroethene 79-01-6 FALSE FALSE 48.8 1 µg/L FALSE NA 1 1905032-02 U 50 97.7 12.2 126 79 14 yph 30

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 1,2-Dichloroethane-d4 10706-07-0 TRUE FALSE 50.4 µg/L FALSE NA 1 1905032-02 50 101 117 86 yph 4

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene 108-88-3 FALSE FALSE 51.3 1 µg/L FALSE NA 1 1905032-02 U 50 103 8.33 122 81 13 yph 40

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Chlorobenzene 108-90-7 FALSE FALSE 54.3 1 µg/L FALSE NA 1 1905032-02 U 50 109 7.13 121 82 10 yph 44

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA Toluene-d8 2037-26-5 TRUE FALSE 51 µg/L FALSE NA 1 1905032-02 50 102 113 85 yph 5

U.S. EPA, Region 6 B9F0304-MSD1 Matrix Spike Dup Liquid 5/30/2019 7:00 5/30/2019 16:57 B9F0304 VOA CLP Low Level (E) OLM04.2 VOA 4-Bromofluorobenzene 460-00-4 TRUE FALSE 50.7 µg/L FALSE NA 1 1905032-02 50 101 115 73 yph 6

U.S. EPA, Region 6 B9F0306-BLK1 Blank Liquid 6/7/2019 8:00 6/7/2019 12:22 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE U 0.01 mg/L FALSE NA 1 MJF 1

U.S. EPA, Region 6 B9F0306-BS1 LCS Liquid 6/7/2019 8:00 6/7/2019 12:22 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE 0.249 0.01 mg/L FALSE NA 1 0.25 99.7 130 70 MJF 1

U.S. EPA, Region 6 B9F0306-MS1 Matrix Spike Liquid 6/7/2019 8:00 6/7/2019 12:22 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE 0.238 0.01 mg/L FALSE NA 1 1905031-05 U 0.25 95.3 130 70 MJF 1

U.S. EPA, Region 6 B9F0306-MSD1 Matrix Spike Dup Liquid 6/7/2019 8:00 6/7/2019 12:22 B9F0306 Cyanide, Total 335.4 EPA 335.4 EPA 200 Series Cyanide(total) 57-12-5 FALSE FALSE 0.226 0.01 mg/L FALSE NA 1 1905031-05 U 0.25 90.5 5.14 130 70 20 MJF 1

U.S. EPA, Region 6 B9F0402-BLK1 Blank Liquid 6/4/2019 13:01 6/13/2019 10:36 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

U.S. EPA, Region 6 B9F0402-BLK1 Blank Liquid 6/4/2019 13:01 6/13/2019 10:36 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE U 150 µg/L FALSE NA 1 spc 13

U.S. EPA, Region 6 B9F0402-BLK1 Blank Liquid 6/4/2019 13:01 6/13/2019 10:36 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc 16

U.S. EPA, Region 6 B9F0402-BLK1 Blank Liquid 6/4/2019 13:01 6/13/2019 10:36 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE U 500 µg/L FALSE NA 1 spc 19

U.S. EPA, Region 6 B9F0402-BLK1 Blank Liquid 6/4/2019 13:01 6/13/2019 10:36 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE U 150 µg/L FALSE NA 1 spc 7

U.S. EPA, Region 6 B9F0402-BS1 LCS Liquid 6/4/2019 13:01 6/13/2019 10:42 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 983 25 µg/L FALSE NA 1 1000 98.3 125 75 spc 11

U.S. EPA, Region 6 B9F0402-BS1 LCS Liquid 6/4/2019 13:01 6/13/2019 10:42 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 99100 150 µg/L FALSE NA 1 100000 99.1 125 75 spc 13

U.S. EPA, Region 6 B9F0402-BS1 LCS Liquid 6/4/2019 13:01 6/13/2019 10:42 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 105000 1000 µg/L FALSE NA 1 100000 105 125 75 spc 16

U.S. EPA, Region 6 B9F0402-BS1 LCS Liquid 6/4/2019 13:01 6/13/2019 10:42 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 106000 500 µg/L FALSE NA 1 100000 106 125 75 spc 19

U.S. EPA, Region 6 B9F0402-BS1 LCS Liquid 6/4/2019 13:01 6/13/2019 10:42 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 97300 150 µg/L FALSE NA 1 100000 97.3 125 75 spc 7

U.S. EPA, Region 6 B9F0402-MS1 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:51 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 978 25 µg/L FALSE NA 1 1905031-05 2.4 1000 97.6 125 75 spc 11

U.S. EPA, Region 6 B9F0402-MS1 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:51 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 102000 150 µg/L FALSE NA 1 1905031-05 4600 100000 97.8 125 75 spc 13

U.S. EPA, Region 6 B9F0402-MS1 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:51 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 107000 1000 µg/L FALSE NA 1 1905031-05 976 100000 106 125 75 spc 16

U.S. EPA, Region 6 B9F0402-MS1 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:51 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 150000 500 µg/L FALSE NA 1 1905031-05 44000 100000 106 125 75 spc 19

U.S. EPA, Region 6 B9F0402-MS1 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:51 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 288000 150 µg/L FALSE NA 1 1905031-05 206000 100000 82.1 125 75 spc 7

U.S. EPA, Region 6 B9F0402-MS2 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:59 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 996 25 µg/L FALSE NA 1 1905032-02 15.8 1000 98 125 75 spc 11

U.S. EPA, Region 6 B9F0402-MS2 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:59 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 104000 150 µg/L FALSE NA 1 1905032-02 5010 100000 98.9 125 75 spc 13

U.S. EPA, Region 6 B9F0402-MS2 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:59 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 110000 1000 µg/L FALSE NA 1 1905032-02 818 100000 109 125 75 spc 16

U.S. EPA, Region 6 B9F0402-MS2 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:59 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 154000 500 µg/L FALSE NA 1 1905032-02 42500 100000 112 125 75 spc 19

U.S. EPA, Region 6 B9F0402-MS2 Matrix Spike Liquid 6/4/2019 13:01 6/13/2019 10:59 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 276000 150 µg/L FALSE NA 1 1905032-02 182000 100000 94.7 125 75 spc 7

U.S. EPA, Region 6 B9F0402-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:08 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 958 25 µg/L FALSE NA 1 1905031-05 2.4 1000 95.6 2.06 125 75 20 spc 11

U.S. EPA, Region 6 B9F0402-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:08 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 101000 150 µg/L FALSE NA 1 1905031-05 4600 100000 96.4 1.38 125 75 20 spc 13

U.S. EPA, Region 6 B9F0402-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:08 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 107000 1000 µg/L FALSE NA 1 1905031-05 976 100000 106 0.307 125 75 20 spc 16

U.S. EPA, Region 6 B9F0402-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:08 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 151000 500 µg/L FALSE NA 1 1905031-05 44000 100000 107 0.858 125 75 20 spc 19

U.S. EPA, Region 6 B9F0402-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:08 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 293000 150 µg/L FALSE NA 1 1905031-05 206000 100000 86.7 1.6 125 75 20 spc 7

U.S. EPA, Region 6 B9F0402-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:16 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 958 25 µg/L FALSE NA 1 1905032-02 15.8 1000 94.2 3.91 125 75 20 spc 11

U.S. EPA, Region 6 B9F0402-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:16 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 100000 150 µg/L FALSE NA 1 1905032-02 5010 100000 95.1 3.77 125 75 20 spc 13

U.S. EPA, Region 6 B9F0402-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:16 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 106000 1000 µg/L FALSE NA 1 1905032-02 818 100000 105 3.97 125 75 20 spc 16

U.S. EPA, Region 6 B9F0402-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:16 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 147000 500 µg/L FALSE NA 1 1905032-02 42500 100000 105 4.62 125 75 20 spc 19

U.S. EPA, Region 6 B9F0402-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:01 6/13/2019 11:16 B9F0402 Metals ICP CLP ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 261000 150 µg/L FALSE NA 1 1905032-02 182000 100000 79.6 5.62 125 75 20 spc 7

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 11

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 4

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

U.S. EPA, Region 6 B9F0403-BLK1 Blank Liquid 6/4/2019 13:06 6/5/2019 12:28 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 211 100 µg/L FALSE NA 5 200 105 115 85 AZ 1

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 209 2.5 µg/L FALSE NA 5 200 104 115 85 AZ 10

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 210 5 µg/L FALSE NA 5 200 105 115 85 AZ 11

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 206 2.5 µg/L FALSE NA 5 200 103 115 85 AZ 12

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 210 20 µg/L FALSE NA 5 200 105 115 85 AZ 13

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 208 5 µg/L FALSE NA 5 200 104 115 85 AZ 14

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 205 10 µg/L FALSE NA 5 200 103 115 85 AZ 15

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 213 2.5 µg/L FALSE NA 5 200 107 115 85 AZ 16

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 204 20 µg/L FALSE NA 5 200 102 115 85 AZ 17



U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 213 20 µg/L FALSE NA 5 200 106 115 85 AZ 18

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 207 2.5 µg/L FALSE NA 5 200 103 115 85 AZ 2

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 206 2.5 µg/L FALSE NA 5 200 103 115 85 AZ 3

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 206 10 µg/L FALSE NA 5 200 103 115 85 AZ 4

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 198 5 µg/L FALSE NA 5 200 99.2 115 85 AZ 5

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 209 5 µg/L FALSE NA 5 200 105 115 85 AZ 6

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 209 10 µg/L FALSE NA 5 200 104 115 85 AZ 7

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 209 20 µg/L FALSE NA 5 200 105 115 85 AZ 8

U.S. EPA, Region 6 B9F0403-BS1 LCS Liquid 6/4/2019 13:06 6/5/2019 12:34 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 211 20 µg/L FALSE NA 5 200 106 115 85 AZ 9

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 214 100 µg/L FALSE NA 5 1905031-05 8.6 200 103 130 70 AZ 1

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 202 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 101 130 70 AZ 10

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 222 5 µg/L FALSE NA 5 1905031-05 14.3 200 104 130 70 AZ 11

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 210 2.5 µg/L FALSE NA 5 1905031-05 0.3 200 105 130 70 AZ 12

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 213 20 µg/L FALSE NA 5 1905031-05 8.2 200 103 130 70 AZ 13

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 213 5 µg/L FALSE NA 5 1905031-05 3.6 200 105 130 70 AZ 14

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 197 10 µg/L FALSE NA 5 1905031-05 U 200 98.6 130 70 AZ 15

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 207 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 103 130 70 AZ 16

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 210 20 µg/L FALSE NA 5 1905031-05 0.6 200 105 130 70 AZ 17

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 221 20 µg/L FALSE NA 5 1905031-05 3 200 109 130 70 AZ 18

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 210 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 105 130 70 AZ 2

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 209 2.5 µg/L FALSE NA 5 1905031-05 0.5 200 104 130 70 AZ 3

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 316 10 µg/L FALSE NA 5 1905031-05 110 200 103 130 70 AZ 4

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 198 5 µg/L FALSE NA 5 1905031-05 U 200 99.1 130 70 AZ 5

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 211 5 µg/L FALSE NA 5 1905031-05 0.01 200 105 130 70 AZ 6

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 14:33 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 823 20 µg/L FALSE NA 10 1905031-05 620 200 101 130 70 AZ 7

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 207 20 µg/L FALSE NA 5 1905031-05 0.2 200 103 130 70 AZ 8

U.S. EPA, Region 6 B9F0403-MS1 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 12:47 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 202 20 µg/L FALSE NA 5 1905031-05 2.5 200 99.7 130 70 AZ 9

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 228 100 µg/L FALSE NA 5 1905032-02 26.7 200 101 130 70 AZ 1

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 200 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 99.5 130 70 AZ 10

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 233 5 µg/L FALSE NA 5 1905032-02 27.3 200 103 130 70 AZ 11

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 206 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 103 130 70 AZ 12

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 211 20 µg/L FALSE NA 5 1905032-02 7.9 200 102 130 70 AZ 13

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 207 5 µg/L FALSE NA 5 1905032-02 2.6 200 102 130 70 AZ 14

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 195 10 µg/L FALSE NA 5 1905032-02 0.004 200 97.5 130 70 AZ 15

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 205 2.5 µg/L FALSE NA 5 1905032-02 0.1 200 102 130 70 AZ 16

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 203 20 µg/L FALSE NA 5 1905032-02 U 200 102 130 70 AZ 17

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 214 20 µg/L FALSE NA 5 1905032-02 1.4 200 106 130 70 AZ 18

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 207 2.5 µg/L FALSE NA 5 1905032-02 0.3 200 103 130 70 AZ 2

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 204 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 102 130 70 AZ 3

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 263 10 µg/L FALSE NA 5 1905032-02 57.3 200 103 130 70 AZ 4

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 201 5 µg/L FALSE NA 5 1905032-02 U 200 100 130 70 AZ 5

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 208 5 µg/L FALSE NA 5 1905032-02 0.02 200 104 130 70 AZ 6

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 446 10 µg/L FALSE NA 5 1905032-02 244 200 101 130 70 AZ 7

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 205 20 µg/L FALSE NA 5 1905032-02 0.3 200 102 130 70 AZ 8

U.S. EPA, Region 6 B9F0403-MS2 Matrix Spike Liquid 6/4/2019 13:06 6/5/2019 13:18 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 199 20 µg/L FALSE NA 5 1905032-02 0.7 200 99 130 70 AZ 9

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 213 100 µg/L FALSE NA 5 1905031-05 8.6 200 102 0.509 130 70 20 AZ 1

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 202 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 101 0.0332 130 70 20 AZ 10

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 223 5 µg/L FALSE NA 5 1905031-05 14.3 200 104 0.229 130 70 20 AZ 11

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 209 2.5 µg/L FALSE NA 5 1905031-05 0.3 200 104 0.315 130 70 20 AZ 12

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 212 20 µg/L FALSE NA 5 1905031-05 8.2 200 102 0.377 130 70 20 AZ 13

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 212 5 µg/L FALSE NA 5 1905031-05 3.6 200 104 0.681 130 70 20 AZ 14

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 197 10 µg/L FALSE NA 5 1905031-05 U 200 98.5 0.118 130 70 20 AZ 15

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 207 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 104 0.208 130 70 20 AZ 16

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 210 20 µg/L FALSE NA 5 1905031-05 0.6 200 105 0.108 130 70 20 AZ 17

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 218 20 µg/L FALSE NA 5 1905031-05 3 200 107 1.41 130 70 20 AZ 18

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 210 2.5 µg/L FALSE NA 5 1905031-05 0.1 200 105 0.151 130 70 20 AZ 2

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 208 2.5 µg/L FALSE NA 5 1905031-05 0.5 200 104 0.301 130 70 20 AZ 3

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 315 10 µg/L FALSE NA 5 1905031-05 110 200 102 0.113 130 70 20 AZ 4

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 203 5 µg/L FALSE NA 5 1905031-05 U 200 101 2.31 130 70 20 AZ 5

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 210 5 µg/L FALSE NA 5 1905031-05 0.01 200 105 0.377 130 70 20 AZ 6

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 14:52 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 820 20 µg/L FALSE NA 10 1905031-05 620 200 99.8 0.363 130 70 20 AZ 7

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 207 20 µg/L FALSE NA 5 1905031-05 0.2 200 104 0.0807 130 70 20 AZ 8

U.S. EPA, Region 6 B9F0403-MSD1 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 12:53 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 202 20 µg/L FALSE NA 5 1905031-05 2.5 200 99.8 0.149 130 70 20 AZ 9

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 228 100 µg/L FALSE NA 5 1905032-02 26.7 200 100 0.213 130 70 20 AZ 1

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 197 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 98.3 1.26 130 70 20 AZ 10

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 230 5 µg/L FALSE NA 5 1905032-02 27.3 200 101 1.42 130 70 20 AZ 11

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 205 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 103 0.237 130 70 20 AZ 12

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 210 20 µg/L FALSE NA 5 1905032-02 7.9 200 101 0.724 130 70 20 AZ 13

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 205 5 µg/L FALSE NA 5 1905032-02 2.6 200 101 0.943 130 70 20 AZ 14

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 195 10 µg/L FALSE NA 5 1905032-02 0.004 200 97.4 0.151 130 70 20 AZ 15

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 202 2.5 µg/L FALSE NA 5 1905032-02 0.1 200 101 1.49 130 70 20 AZ 16

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 202 20 µg/L FALSE NA 5 1905032-02 U 200 101 0.722 130 70 20 AZ 17

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 212 20 µg/L FALSE NA 5 1905032-02 1.4 200 105 0.756 130 70 20 AZ 18

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 207 2.5 µg/L FALSE NA 5 1905032-02 0.3 200 103 0.106 130 70 20 AZ 2

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 203 2.5 µg/L FALSE NA 5 1905032-02 0.4 200 101 0.744 130 70 20 AZ 3

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 262 10 µg/L FALSE NA 5 1905032-02 57.3 200 102 0.285 130 70 20 AZ 4

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 199 5 µg/L FALSE NA 5 1905032-02 U 200 99.7 0.709 130 70 20 AZ 5

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 206 5 µg/L FALSE NA 5 1905032-02 0.02 200 103 0.854 130 70 20 AZ 6

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 442 10 µg/L FALSE NA 5 1905032-02 244 200 98.6 0.938 130 70 20 AZ 7

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 204 20 µg/L FALSE NA 5 1905032-02 0.3 200 102 0.757 130 70 20 AZ 8

U.S. EPA, Region 6 B9F0403-MSD2 Matrix Spike Dup Liquid 6/4/2019 13:06 6/5/2019 13:37 B9F0403 Metals ICP/MS CLP ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 196 20 µg/L FALSE NA 5 1905032-02 0.7 200 97.9 1.12 130 70 20 AZ 9

U.S. EPA, Region 6 B9F0505-BLK1 Blank Liquid 6/5/2019 9:42 6/13/2019 13:13 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE U 25 µg/L FALSE NA 1 spc 11

U.S. EPA, Region 6 B9F0505-BLK1 Blank Liquid 6/5/2019 9:42 6/13/2019 13:13 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE U 150 µg/L FALSE NA 1 spc 13

U.S. EPA, Region 6 B9F0505-BLK1 Blank Liquid 6/5/2019 9:42 6/13/2019 13:13 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE U 1000 µg/L FALSE NA 1 spc 16

U.S. EPA, Region 6 B9F0505-BLK1 Blank Liquid 6/5/2019 9:42 6/13/2019 13:13 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE U 500 µg/L FALSE NA 1 spc 19

U.S. EPA, Region 6 B9F0505-BLK1 Blank Liquid 6/5/2019 9:42 6/13/2019 13:13 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE U 150 µg/L FALSE NA 1 spc 7

U.S. EPA, Region 6 B9F0505-BS1 LCS Liquid 6/5/2019 9:42 6/13/2019 13:32 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 953 25 µg/L FALSE NA 1 1000 95.3 125 75 spc 11

U.S. EPA, Region 6 B9F0505-BS1 LCS Liquid 6/5/2019 9:42 6/13/2019 13:32 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 96800 150 µg/L FALSE NA 1 100000 96.8 125 75 spc 13

U.S. EPA, Region 6 B9F0505-BS1 LCS Liquid 6/5/2019 9:42 6/13/2019 13:32 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 103000 1000 µg/L FALSE NA 1 100000 103 125 75 spc 16

U.S. EPA, Region 6 B9F0505-BS1 LCS Liquid 6/5/2019 9:42 6/13/2019 13:32 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 104000 500 µg/L FALSE NA 1 100000 104 125 75 spc 19

U.S. EPA, Region 6 B9F0505-BS1 LCS Liquid 6/5/2019 9:42 6/13/2019 13:32 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 95200 150 µg/L FALSE NA 1 100000 95.2 125 75 spc 7

U.S. EPA, Region 6 B9F0505-MS1 Matrix Spike Liquid 6/5/2019 9:42 6/13/2019 13:40 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 962 25 µg/L FALSE NA 1 1905031-07 1 1000 96.1 125 75 spc 11

U.S. EPA, Region 6 B9F0505-MS1 Matrix Spike Liquid 6/5/2019 9:42 6/13/2019 13:40 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 102000 150 µg/L FALSE NA 1 1905031-07 4400 100000 97.3 125 75 spc 13

U.S. EPA, Region 6 B9F0505-MS1 Matrix Spike Liquid 6/5/2019 9:42 6/13/2019 13:40 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 108000 1000 µg/L FALSE NA 1 1905031-07 927 100000 107 125 75 spc 16

U.S. EPA, Region 6 B9F0505-MS1 Matrix Spike Liquid 6/5/2019 9:42 6/13/2019 13:40 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 152000 500 µg/L FALSE NA 1 1905031-07 41900 100000 110 125 75 spc 19

U.S. EPA, Region 6 B9F0505-MS1 Matrix Spike Liquid 6/5/2019 9:42 6/13/2019 13:40 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 294000 150 µg/L FALSE NA 1 1905031-07 197000 100000 97.9 125 75 spc 7

U.S. EPA, Region 6 B9F0505-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:42 6/13/2019 13:49 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Iron 7439-89-6 FALSE FALSE 966 25 µg/L FALSE NA 1 1905031-07 1 1000 96.5 0.398 125 75 20 spc 11

U.S. EPA, Region 6 B9F0505-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:42 6/13/2019 13:49 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Magnesium 7439-95-4 FALSE FALSE 102000 150 µg/L FALSE NA 1 1905031-07 4400 100000 97.4 0.049 125 75 20 spc 13

U.S. EPA, Region 6 B9F0505-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:42 6/13/2019 13:49 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Potassium 7440-09-7 FALSE FALSE 108000 1000 µg/L FALSE NA 1 1905031-07 927 100000 107 0.48 125 75 20 spc 16

U.S. EPA, Region 6 B9F0505-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:42 6/13/2019 13:49 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Sodium 7440-23-5 FALSE FALSE 151000 500 µg/L FALSE NA 1 1905031-07 41900 100000 109 0.833 125 75 20 spc 19

U.S. EPA, Region 6 B9F0505-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:42 6/13/2019 13:49 B9F0505 Metals ICP CLP (Dissolved) ILMO5.3 EPA 200 Series Calcium 7440-70-2 FALSE FALSE 291000 150 µg/L FALSE NA 1 1905031-07 197000 100000 94.5 1.14 125 75 20 spc 7

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE U 100 µg/L FALSE NA 5 AZ 1

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 10

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 11

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 12

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 13

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 14

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 15

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 16

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 17

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 18

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 2

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE U 2.5 µg/L FALSE NA 5 AZ 3



U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 4

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 5

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE U 5 µg/L FALSE NA 5 AZ 6

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE U 10 µg/L FALSE NA 5 AZ 7

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 8

U.S. EPA, Region 6 B9F0506-BLK1 Blank Liquid 6/5/2019 9:44 6/6/2019 9:10 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE U 20 µg/L FALSE NA 5 AZ 9

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 199 100 µg/L FALSE NA 5 200 99.5 115 85 AZ 1

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 192 2.5 µg/L FALSE NA 5 200 95.9 115 85 AZ 10

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 204 5 µg/L FALSE NA 5 200 102 115 85 AZ 11

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 199 2.5 µg/L FALSE NA 5 200 99.3 115 85 AZ 12

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 202 20 µg/L FALSE NA 5 200 101 115 85 AZ 13

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 209 5 µg/L FALSE NA 5 200 104 115 85 AZ 14

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 197 10 µg/L FALSE NA 5 200 98.3 115 85 AZ 15

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 196 2.5 µg/L FALSE NA 5 200 97.9 115 85 AZ 16

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 198 20 µg/L FALSE NA 5 200 98.8 115 85 AZ 17

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 212 20 µg/L FALSE NA 5 200 106 115 85 AZ 18

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 204 2.5 µg/L FALSE NA 5 200 102 115 85 AZ 2

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 201 2.5 µg/L FALSE NA 5 200 101 115 85 AZ 3

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 196 10 µg/L FALSE NA 5 200 97.8 115 85 AZ 4

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 199 5 µg/L FALSE NA 5 200 99.6 115 85 AZ 5

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 204 5 µg/L FALSE NA 5 200 102 115 85 AZ 6

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 202 10 µg/L FALSE NA 5 200 101 115 85 AZ 7

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 204 20 µg/L FALSE NA 5 200 102 115 85 AZ 8

U.S. EPA, Region 6 B9F0506-BS1 LCS Liquid 6/5/2019 9:44 6/6/2019 9:16 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 206 20 µg/L FALSE NA 5 200 103 115 85 AZ 9

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 211 100 µg/L FALSE NA 5 1905031-07 6.7 200 102 130 70 AZ 1

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 206 2.5 µg/L FALSE NA 5 1905031-07 0.09 200 103 130 70 AZ 10

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 226 5 µg/L FALSE NA 5 1905031-07 11.7 200 107 130 70 AZ 11

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 214 2.5 µg/L FALSE NA 5 1905031-07 0.3 200 107 130 70 AZ 12

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 215 20 µg/L FALSE NA 5 1905031-07 7.2 200 104 130 70 AZ 13

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 224 5 µg/L FALSE NA 5 1905031-07 3.6 200 110 130 70 AZ 14

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 199 10 µg/L FALSE NA 5 1905031-07 0.008 200 99.6 130 70 AZ 15

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 210 2.5 µg/L FALSE NA 5 1905031-07 0.2 200 105 130 70 AZ 16

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 213 20 µg/L FALSE NA 5 1905031-07 U 200 106 130 70 AZ 17

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 224 20 µg/L FALSE NA 5 1905031-07 3.4 200 110 130 70 AZ 18

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 219 2.5 µg/L FALSE NA 5 1905031-07 0.1 200 109 130 70 AZ 2

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 218 2.5 µg/L FALSE NA 5 1905031-07 0.07 200 109 130 70 AZ 3

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 319 10 µg/L FALSE NA 5 1905031-07 103 200 108 130 70 AZ 4

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 208 5 µg/L FALSE NA 5 1905031-07 0.04 200 104 130 70 AZ 5

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 216 5 µg/L FALSE NA 5 1905031-07 0.02 200 108 130 70 AZ 6

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 10:38 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 857 20 µg/L FALSE NA 10 1905031-07 597 200 130 130 70 AZ 7

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 213 20 µg/L FALSE NA 5 1905031-07 0.2 200 106 130 70 AZ 8

U.S. EPA, Region 6 B9F0506-MS1 Matrix Spike Liquid 6/5/2019 9:44 6/6/2019 9:29 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 208 20 µg/L FALSE NA 5 1905031-07 2.4 200 103 130 70 AZ 9

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Aluminum 7429-90-5 FALSE FALSE 203 100 µg/L FALSE NA 5 1905031-07 6.7 200 98.2 3.79 130 70 20 AZ 1

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Lead 7439-92-1 FALSE FALSE 197 2.5 µg/L FALSE NA 5 1905031-07 0.09 200 98.6 4.5 130 70 20 AZ 10

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Manganese 7439-96-5 FALSE FALSE 217 5 µg/L FALSE NA 5 1905031-07 11.7 200 103 3.92 130 70 20 AZ 11

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Molybdenum 7439-98-7 FALSE FALSE 206 2.5 µg/L FALSE NA 5 1905031-07 0.3 200 103 3.68 130 70 20 AZ 12

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Nickel 7440-02-2 FALSE FALSE 207 20 µg/L FALSE NA 5 1905031-07 7.2 200 99.7 3.81 130 70 20 AZ 13

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Selenium 7782-49-2 FALSE FALSE 216 5 µg/L FALSE NA 5 1905031-07 3.6 200 106 3.82 130 70 20 AZ 14

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Silver 7440-22-4 FALSE FALSE 191 10 µg/L FALSE NA 5 1905031-07 0.008 200 95.7 3.98 130 70 20 AZ 15

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Thallium 7440-28-0 FALSE FALSE 201 2.5 µg/L FALSE NA 5 1905031-07 0.2 200 100 4.41 130 70 20 AZ 16

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Vanadium 7440-62-2 FALSE FALSE 203 20 µg/L FALSE NA 5 1905031-07 U 200 102 4.63 130 70 20 AZ 17

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Zinc 7440-66-6 FALSE FALSE 215 20 µg/L FALSE NA 5 1905031-07 3.4 200 106 4.01 130 70 20 AZ 18

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Antimony 7440-36-0 FALSE FALSE 208 2.5 µg/L FALSE NA 5 1905031-07 0.1 200 104 4.99 130 70 20 AZ 2

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Arsenic 7440-38-2 FALSE FALSE 207 2.5 µg/L FALSE NA 5 1905031-07 0.07 200 104 4.94 130 70 20 AZ 3

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Barium 7440-39-3 FALSE FALSE 306 10 µg/L FALSE NA 5 1905031-07 103 200 101 4.07 130 70 20 AZ 4

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Beryllium 7440-41-7 FALSE FALSE 200 5 µg/L FALSE NA 5 1905031-07 0.04 200 100 3.83 130 70 20 AZ 5

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cadmium 7440-43-9 FALSE FALSE 207 5 µg/L FALSE NA 5 1905031-07 0.02 200 103 4.16 130 70 20 AZ 6

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 10:44 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Chromium 7440-47-3 FALSE FALSE 807 20 µg/L FALSE NA 10 1905031-07 597 200 105 6.06 130 70 20 AZ 7

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Cobalt 7440-48-4 FALSE FALSE 204 20 µg/L FALSE NA 5 1905031-07 0.2 200 102 4.02 130 70 20 AZ 8

U.S. EPA, Region 6 B9F0506-MSD1 Matrix Spike Dup Liquid 6/5/2019 9:44 6/6/2019 9:35 B9F0506 Metals ICP/MS CLP (Dissolved) ILMO5.3 EPA 200 Series Copper 7440-50-8 FALSE FALSE 197 20 µg/L FALSE NA 5 1905031-07 2.4 200 97.5 5.3 130 70 20 AZ 9

U.S. EPA, Region 6 B9F0603-BLK1 Blank Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0603-BLK2 Blank Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0603-BLK3 Blank Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0603-BLK4 Blank Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0603-BS1 LCS Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.03 0.2 µg/L FALSE NA 1 1 103 120 80 sm 1

U.S. EPA, Region 6 B9F0603-CCV1 Calibration Check Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.01 0.2 µg/L FALSE NA 1 1 101 200 0 sm 1

U.S. EPA, Region 6 B9F0603-CCV2 Calibration Check Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.01 0.2 µg/L FALSE NA 1 1 101 200 0 sm 1

U.S. EPA, Region 6 B9F0603-CCV3 Calibration Check Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.03 0.2 µg/L FALSE NA 1 1 103 200 0 sm 1

U.S. EPA, Region 6 B9F0603-MS1 Matrix Spike Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.14 0.2 µg/L FALSE NA 1 1905031-05 U 1 114 125 75 sm 1

U.S. EPA, Region 6 B9F0603-MS2 Matrix Spike Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.06 0.2 µg/L FALSE NA 1 1905032-02 0.002 1 106 125 75 sm 1

U.S. EPA, Region 6 B9F0603-MSD1 Matrix Spike Dup Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.11 0.2 µg/L FALSE NA 1 1905031-05 U 1 111 2.67 125 75 20 sm 1

U.S. EPA, Region 6 B9F0603-MSD2 Matrix Spike Dup Liquid 6/6/2019 11:01 6/7/2019 11:35 B9F0603 Metals Mercury CLP (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.07 0.2 µg/L FALSE NA 1 1905032-02 0.002 1 107 0.939 125 75 20 sm 1

U.S. EPA, Region 6 B9F0604-BLK1 Blank Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0604-BLK2 Blank Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0604-BLK3 Blank Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE U 0.2 µg/L FALSE NA 1 sm 1

U.S. EPA, Region 6 B9F0604-BS1 LCS Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.03 0.2 µg/L FALSE NA 1 1 103 120 80 sm 1

U.S. EPA, Region 6 B9F0604-CCV1 Calibration Check Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.03 0.2 µg/L FALSE NA 1 1 103 200 0 sm 1

U.S. EPA, Region 6 B9F0604-CCV2 Calibration Check Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.05 0.2 µg/L FALSE NA 1 1 105 200 0 sm 1

U.S. EPA, Region 6 B9F0604-MS1 Matrix Spike Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.08 0.2 µg/L FALSE NA 1 1905031-07 U 1 108 125 75 sm 1

U.S. EPA, Region 6 B9F0604-MSD1 Matrix Spike Dup Liquid 6/6/2019 12:44 6/7/2019 12:18 B9F0604 Metals Mercury CLP (Dissolved) (E) ILMO5.3 EPA 200 Series Mercury 7439-97-6 FALSE FALSE 1.09 0.2 µg/L FALSE NA 1 1905031-07 U 1 109 0.922 125 75 20 sm 1
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